The Physikalisch-Technische Bundesanstalt (PTB) has substantially improved the quality of its local time scale UTC(PTB), which is the national realization of the international time reference Coordinated Universal Time (UTC). It serves as basis for PTB's time services, for local clock comparisons and for international time comparisons. Since February 2010 UTC(PTB) has been realized using an active hydrogen maser (AHM) steered in frequency via a phase micro stepper according to an algorithm which combines the frequency comparison data between the AHM and primary and commercial caesium clocks of PTB. Thereby the long-term stability and accuracy of PTB's primary clocks, in particular its fountain clock CSF1, were combined with the short-term frequency stability of the AHM. CSF1 data were used to calculate the steering on all days except of 6 days during 15 months. During the time between July 2010 and July 2011, the time difference between UTC(PTB) and UTC was always less than 6 ns and the monthly mean rate differences never exceeded 0.16 ns/day.
INTRODUCTION
The German Units and Time Act entrusts the Physikalisch-Technische Bundesanstalt (PTB) to realize UTC(PTB), a representation of Coordinated Universal Time UTC, as the basis for legal time in the country. As such it is the reference for PTB's time dissemination services, for local clock comparisons and for international time comparisons. According to recommendations of the Consultative Committee for Time and Frequency the deviation of UTC(k) from UTC, where k stands for any laboratory active in this field, should be small, preferably below 100 ns [1] . No unique prescription for the realization of UTC(k) follows thereof, and the various approaches followed world-wide were recently discussed in [2] . For almost 20 years UTC(PTB) used to have its physical representation as standard frequency and one pulse per second (1 PPS) signals based on its thermal beam primary clock CS2 [3] with occasional small frequency steers applied in order to keep UTC(PTB) close to UTC.
Already then UTC(PTB) had a good reputation as one of the most long-term stable and predictable time scales world-wide. A deviation from UTC by more than 50 ns occurred only for a few ten days during the last ten years. The day-to-day stability was, however, inferior to that of other timing institutes' time scales realized with hydrogen masers as the signal source. This fact has become even more obvious since two-way satellite time transfer (TWSTFT) and GPS carrier-phase based time transfer have developed as standard methods in the field [4, 5] . A final motivation for a change was a rather technical one: The CS2 ovens were almost depleted of caesium, and clock operation could not be assured beyond some point in time in
2010.
Since February 2010 UTC(PTB) has instead been realized using an active hydrogen maser (AHM) steered in frequency via a phase micro stepper (PMS) as illustrated in figure 1. This practice enables better use of the resources available at PTB: two coldatom based caesium fountain clocks, CSF1 [6] and CSF2 [7] , two older thermal beam primary clocks, CS1 and CS2 [3] , three commercial caesium clocks of type Symmetricom 5071 (high-performance option), and three AHM produced by Vremya-CH. Subsequently we present in more detail the frequency references and infrastructure on which we rely (Section 2) and lay down the algorithm in current use and its practical implementation (Section 3). In Section 4 results are presented. In Section 5 we discuss the potential application of time scale prediction in the context of the development of the timing system for the European navigation system Galileo.
A discussion and outlook on further work closes this paper which is an extension of a first presentation of the results in spring 2011 [8] .
EQUIPMENT USED FOR THE REALIZATION OF UTC(PTB)

Atomic fountain clock CSF1
The PTB caesium fountain clock CSF1 [6] is in operation since 2000. In CSF1 a 5 MHz quartz oscillator is locked to the central Ramsey fringe of about 0.9 Hz width and a relative frequency instability of 1.4×10 -13 (τ/s) -1/2 is achieved. The current CSF1 type B uncertainty is lower than 8×10 -16 (1-σ value).
During the last decade CSF1 has been used in numerous experimental investigations and has been step-by-step further developed. At the same time CSF1
has been used as internal reference for other clocks, mainly the second PTB fountain CSF2, for measurements of optical frequencies (see e. g. [9] ), for measuring the scale unit of International Atomic Time (TAI) and, more recently, for the generation of UTC(PTB). The latter two applications require a particularly high level of reliability and availability.
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In atomic fountain clocks the most critical elements to ensure continuous operation are the laser systems used. In CSF1 two homemade extended cavity laser systems are employed. The first one serves as the master laser for a high-power slave laser which provides the cooling beams and is also used for the detection of the atoms, the second one serves as the repump laser which is also needed in the atom cooling process. While continuous operation for more than 10 days could be demonstrated on several occasions, the usual laser system operation consists in deliberate interruptions of the laser locks after 2-3 days for checking the laser performance and for a readjustment of laser parameters if necessary. generation as described in Section 3. 
Measurement infrastructure
Frequency instability of the various frequency standards involved
In figure 3 , the frequency instability of the frequency standards so far involved in the project is depicted. It illustrates that the performance of the various devices is quite clock CSF1 is shown in full symbols, with respect to an AHM and to an optical frequency standard of PTB [9] with an instability superior to CSF1 and to the AHM.
The data span analyzed here is longer than that reported in figure 3 of [9] . These data advised us to steer the maser frequency through the PMS towards CSF1 at least once per day based on daily average values of the frequency difference. The frequency instability of all other available standards equals that of the hydrogen masers only after far more than 10 days of averaging. Thus daily maser steering their 8 frequencies towards those references has been based on linear fits to a certain number of daily average values collected in the past, extrapolated to the current day.
BASIC ALGORITHM DESIGN AND ITS PRACTICAL IMPLEMENTATION
The PMS is commanded daily to shift the 5 MHz input frequency by the relative amount
Here δf Option 1: The utilization of one of PTB's most accurate clocks, the fountain clock CSF1, as the reference for the realization of UTC(PTB) seems quite natural. Initial work in this direction started almost 10 years ago [11, 12] , but was interrupted several times because of a lack of a reliable hydrogen maser or because CSF1 was utilized in various kinds of studies and not suitable as a steering reference. To determine all clocks involved for the month M were compared to rTAI(M-1), but also to the mean rTAI over the last three and five months, respectively, for a period of two years.
There is no clear optimum choice for all clocks involved for predicting rTAI for the current month based on the past. Up to now the mean rTAI value over the three last months was used and combined with the most recent wTAI value. It may not be the optimum choice to treat all clocks in the same way, but for the sake of simplicity this choice was made. . If this condition is not met, the software checks all available optional values.
If all show a similar large step, the step according to priority 1 is applied and an alarm is generated, as such a large step would point to a malfunction of the AHM involved.
For each option and for each implementation, daily log-files and archive files are produced which allow a check of all calculations after the fact. The directories are searched for the various files by independent software and alarm messages are sent when an expected file has not been produced.
The software supports two events which cannot be excluded to happen. Firstly, based on auxiliary data which are permanently collected, a change between the AHM in use to the third one available in the lab is quickly made in case that service is needed to the AHM in operation. Secondly, the AHMs are equipped with a cavity auto-tuning system, but they nevertheless exhibit a (linear) frequency drift. The synthesizer which is part of the AHM electronics is stepped once in a couple of months as for practical reasons the relative frequency difference between the AHM frequency and that of the fountain clocks should be limited to about 10 -13 . If this was decided to do, also the previous comparison data on which calculation of all three 12 optional steering values are built have to be corrected after the fact and the time scale calculation process has to be re-run. The software can be re-started manually at any point in time so that corrected input data can be used to produce a refined steering value in this or other cases. If no software input is available, the frequency steering remains unchanged, and alarms are distributed.
RESULTS
Availability of data
The new realization scheme was implemented after 27 January 2010, corresponding to Modified Julian Day (MJD) 55254. Option 1 became available only about four weeks later. Since then, until July 2011, the frequency steering could be based on Option 1 (CSF1 data) very reliably, only on six days the steering was based on another option. This high amount of availability was achieved because CSF1 was mainly used as a frequency reference for CSF2 evaluations during this period, and only a few intrinsic CSF1 investigations took place. Of course, during many days CSF1 data were usable for less than 24 hours, as one can infer from figure 4.
Between March 2010 and July 2011 CSF1 was also used in 10 measurements of the TAI scale unit during which its operation has been ensured with a duty cycle approaching 100%. During such periods, CSF1 operation may be interrupted for just a couple of minutes for a quick check of the lasers, but this entails a loss of the full hour in the time scale generation. This explains the frequent occurrence of 23 data points per day to be seen in figure 4 . The results of 9 of these measurements are later shown in figure 11 . On very few occasions no δf Steer was produced based on Options 2 and 3, mostly caused by hardware problems of the 1 PPS distribution. 
Comparison to external references
The UTC(PTB) short-term stability improved immediately when the new realization scheme was implemented, as illustrated by a comparison to UTC(NIST) using a GPS carrier phase comparison (NRCan PPP software [14] ) whose result is shown in figure   5 . More important is the long-term behaviour of the time scale which is judged from data published in Circular T. In figure 6 we compare six months of {UTC-UTC(PTB)}, deviated from UTC by less than 6 ns. Another quantitative result is given in figure 8 .
UTC(PTB) has been continuously compared to UTC(NIST) using TWSTFT, and from the daily measurements, nominally 12, but on average over the last two years 11.7
per day, a nominal time difference at 0:00 UTC has been interpolated for each day.
Based on those daily time differences the instability of the underlying time scales was calculated based on two data sets comprising 300 days, one taken before and the other one after the new realization scheme of UTC(PTB) had been implemented. The historical data shown in figure 8 clearly represent the frequency instability of PTB CS2 as explained in Section 2.4. The recent data show a significant improvement, they represent, however, a combination of the frequency instability of both scales involved and of the time transfer. The frequency instability of both time scales with respect to UTC is illustrated also in figure 8.
Documentation of PTB internal data
In figure 9 with highest priority has been generated.
DISCUSSION
How to relate CSF1 data to the rate of TAI?
From the very beginning of the project, the use of fountain clock data as the reference for steering the AHM frequency was given the highest priority. One issue in . It is worth recalling that a 1×10 -15 error in δf Rate persisting for a full month would results in a 2.7 ns increase or decrease in the time scale difference.
The result of one simulation made is shown in figure 12 where the simulated time difference, based on the monthly d 1 (CSF1), shows significantly larger deviations from zero as what was achieved in reality. Fortunately, the use of d is the simplest to implement, and as it provided good results up to now this practice will be retained for a while.
Time Scale Prediction
The capability to predict the time difference {UTC-UTC(k)} at a given epoch during the period of time when this information is not available because of the publication of the Circular T in deferred time, is important when laboratories state a Calibration and Measurement Capability (CMC) in the Key Comparison Data Base maintained by the BIPM [16] . To give an example, PTB stated a few years ago that {UTC-UTC(PTB)} could be predicted with 40 ns uncertainty (95% confidence) 20 days after the last published value in Circular T. Inspection of figure 7 reveals that this capability has been substantially improved after the new realization scheme had been implemented. This is of even more relevance as UTC(PTB) shall be used as one of the time references for the generation or validation of the Galileo System Time (GST) of the European satellite navigation system Galileo [17] . The timing system is at the heart of every navigation system. GST will be realized in two Precise Timing Facilities (PTF).
The master PTF will provide GST as a physical signal with properties defined such that the navigation function of Galileo as specified in the Galileo Mission
Requirements Document can be fulfilled [18] . GST realized in the slave PTF will be kept in close synchronism to that of the master PTF. As the US Global Positioning System (GPS) is already today, Galileo will become also a time distribution system.
The Galileo Time Service Provider (GTSP) will ensure that GST is steered towards UTC. One option to achieve this combines the prediction of {UTC − UTC(k)} based on data published in Circular T with measurements of {GST -UTC(k)} in quasi real time [19] . The success of this process depends largely on the quality of the local realizations of UTC(k) in the institutes involved.
In figure 13 the results of predicting {UTC-UTC(PTB)} during one year are shown.
Each prediction spans 45 days beginning with the last data point reported in Circular T. As explained in [19] , several options for making the prediction have been days. This result is could be expected based on the documented frequency instability in figure 8 , and is very favorable in terms of the requirement regarding the prediction of the offset UTC minus Galileo System Time in real time, as reported in [18] .
Outlook
The availability of fountain clock data was crucial for the success demonstrated in the previous sections. This was concluded from a couple of simulations regarding the situation that one of the other options had to be used at all times instead of Option 1.
The simulations included deviations from the practice used hitherto and described in questioned. In all cases a realization of UTC(PTB) based thereon would not have had the quality that was actually achieved using mostly Option 1. Although CSF1 has proven very reliable, it seems worth while searching a closer to optimum algorithm for Option 2, but at the same time limiting the complexity of the software. Only then the quality of UTC(PTB) can be assured also in case that no fountain data are available for an extended period.
As longer lasting intrinsic investigations and upgrades of CSF1 have been scheduled, the second PTB fountain CSF2 [7] has been prepared to take over the reference role for Option 1. CSF2 has already proven a similarly reliable operation as CSF1. The interfaces between CSF2 and the time-scale generation software were recently implemented, but no use was made thereof yet. Later also a combination of both fountain outputs could be used for the steering process. Another option under discussion is steering of the hydrogen maser more frequently than once per day.
One has to keep in mind that the UTC-UTC(PTB) differences obtained recently are no longer large compared to the uncertainty with which they have been determined [2, 20] . Delay changes in the time transfer equipment have to be avoided or at least have to be corrected for as otherwise they might spoil the quality of the timescale.
Periodic calibrations of the signal delays in the time transfer equipment are a proper way to support this [21, 22] .
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